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A SAMPLE HOLDER 
FOR SOLID DIELECTRIC MATERIALS 

• A KNOWLEDGE of the (iielectric pro|> 
orlicv^^of insuljitiiiKmaterialsi.siinportunl not 
only to the designer who ut ilizes such ma¬ 
terials for insulation structures hut also to 
the physicist and chemist who is concerned 
with lh(‘ internal structun? of the material. 
From either ptjint of view, it is important 
to he able to make measurements over a 
wide range of frequencies. If the material is to he use<l as in.sulation, it 
is oh\nou.sly desirable to obtain data at the frequency of u.se, while, if 
the fundamental structun? of the material is of interest, the variations 
of dielectric constant and loss faxUor with frequency are clues to the 
chemical structure. 

In the ae<*et)ttHl method of evaluating the dielectric constant and 
dissipation factor, a capacitor is formed by placing the material be¬ 
tween metallic (*lectro<les. If the configuration of the eh^drodes is such 
that the distribution of the electric field is accurately known, the 
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ou'rs?. (i 


Under the recent Order M-71 of the National Production Authority, 
assistance is provided to technical and scientific laboratories for the 
procurement of needed supplies and materials. 

In accordance with the order, a laboratory may apply a new rating, 
DO-XI, to obtain delivery of products and materials needed to carry on 
scientific or technological investigations, testing or development or 
experimentation, provided that the total amount expended does not 
exceed $3,000 during any one quarter. 

No further authorization is needed from the National Production 
Authority to use this rating, but all prospective users should consult the 
NPA Order M-71, which may be obtained from the nearest field office 
of the Department of Commerce, before applying the rating, as its use 
is necessarily restricted. 

The order also provides a means for laboratories to obtain certain 
amounts of controlled materials under the Controlled Materials Plan. 
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ronstants of the miitoriiil can be (ie- 
termined from the electrical measure¬ 
ments. Among structures readily cal¬ 
culable are parallel plates and concentric 
cylinders. At power, audio, and radio 
fre(|uencies to 100 megacycles and more, 
parallel plates are used whene\'er pos¬ 
sible because of the relative eiise of 
preparing a s|K»cimen. In a t wo-electroch* 
plane system, a circular electrode is 
most widely used because the field con- 
liguratiou is symmetrical and most 
readily calculated. 

At frequencies in the megacycle range, 
I he inductance and resistance of leads 
connecting the electrode system to the 
measuring circuit can introduce error 
and must be considered. In a classical 
paper, Hartshorn and Ward* descril>ed a 
method of essentially eliminating lead 
impedance by combining the measuring 
capacitor and the electrode system and 
using a substitution method of measurfv 
ment. This type of holder is generally 
recognized as the most satisfactory for 
measurements at radio frequencies. It is 
recognized in ASTM Specification D-150 
for use in the frequency range from 0.1 
Me to HX) Me. 

•L, Hartshorn ami H WaH. I^trcffdxnw*, I.E.K. (l.on- 
•lon), V«I. 70, pHK<^ TiO? to 600 



The Tvpk Ib9()-A Dielectric Sample 
Holder, shown in Figure 1, is a micro¬ 
meter-type holder of the Hartshorn ty|H* 
with several important refinements in 
ilesign. 


DESIGN DESCRIPTION 

A cross-section view of the sample 
hohler is shown in Figure 2. The main 
micrometer capacitor is formed by the* 
two electrodes (//) and (L). The surfaces 
of these electrodes are optically ground 
to be plane within a few wavelengths. 
A precision-ground micrometer stTew 
drives the movable grounded electrode 
with respect to the fixed insulated 
electrode. The screw adjustment is a 
convenient-size instrument-type knob, 
in contrast to the small thimble em¬ 
ployed in the usual machinist's mi- 
(Tometer commonly employed for this 
purpose. The spacing of the electrodes 
is indicated by the large legible calibra¬ 
tion on the drum as shown in Figure 1. 
The smallest division is one-half mil, 
with 1/lOth mil easily readable. The 
micrometer screw is electrically shunted 
by a flexible copper bellows to assure 
low and constant resistance and in¬ 
ductance in the current path to the 
movable electrode. The lower electrode 
is supported in position by Vycor in¬ 
sulators which are well away from the 
field between the elei^trodes. 

A unique feature of the design is the 
method of driving the movable electrode. 
A spring-loaded drive is used so ar¬ 
ranged that, when the movable electrode 
comes into full contact with the speci¬ 
men (or the bottom electrode), the drive 
disengages. Two important results are 
achieved by this design feature: (1) the 
movable electrode jissumes the plane of 
the top surface of the specimen, thus 


Figure 1. View of the Type 1690-A 
Dielectric Sample Holder. 
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assuring best possible contact even if 
the faces of the specimen are not rigor¬ 
ously parallel, and (2) straining of the 
micrometer screw is avoided since the 
drive disengages at a predetermined 
pressure. 

A vernier capai’itor wit h a capacitance 
range 4>f 5 nfii is also provideil, for use 
in determining the width of resonance 
curves in the susceptance variation 
method. This capacitor is of the cylin¬ 
drical type, the movable cylinder being, 
a pr e(asion micrometer screw. T en turns 
of the screw cover the range of 5 ^/ilt 
and the drum attached to the s(Tew is 
accurately divide<l into 50 divisions, each 
corresponding to 0.01 utiL 

Facilitieii for (!onnecting to the elec- 
troiles and for mounting the holder are 
e.\trem(‘ly flexible. l’in-ty|>e connectors 
on standard spacing may be used, 
or completely shielded lioimections may 
be made with Typk 874 Fniversal 
(’oaxial Connectoi*s. Terminal facilities 
and mounting basses are provided botli 
at bottom iuid side of the housing. This 
pemiits the holder to be mounted with 
the electrodes horizontal whether the 
panel of the bridge or other meiisuring 
circuit is horizontal or vertical. 

'Flic electrode assembly is mounted 
in a rugged aluminum I'asting, which 
.shields the assembly on f<nir sides. I’he 
shielding is complet<*d by two aluminum 


side panels wliich can be swung out of the 
way to insert and remove the specimen. 

LOW-FREQUENCY 

CONSIDERATIONS 

.-Vlthough the micrometer type of 
holder was originally c4»nceived for us(» 
at frequencies from I to KM) Me, the 
T’ype 109()-A was designed in the con¬ 
viction that it will be ius useful at audio 
and power frequencies :ls at radio fre- 
(|uencie.s. The use of this type of holder, 
properly calibrated, virtually eliminate.s 
the errors from edge capacitance and 
stray capatatani’e without resort to the 
complication of guarded specimens ami 
measuring circuits. The validity of this 
st arem<*nt is demonstrated b}^ the follow¬ 
ing outline of the methods of calibration 
and US(^ 

The total capacitance at the termi¬ 
nals for any spacing I of the electrodes 
can bf* considered its the sum of the 
following componenUs: 

(\,— the direct geometric capacitance 
between the electroiles. 

(V — the fringing capacitance, or 
‘Vdge’’ i*apacitance, contributed 
by the lines of force pa,s,sing di¬ 
rectly from ele<*trode to elect rodi* 
but outside the edges, 
the stray capacitance of the in- 
sulalefl electrode and leaji ti* llw* 
grounded enclosure. 


Figure 2. Cross section of the di¬ 
electric somple holder showing 
details of construction. 
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(— JLii CM ror conipDiient, caused by any 
inechanicaJ impei*fectiuns in tlie 
stM’ew thread and by any slight lac*k 
of parallelism of the electroties. 

I'he differt^ncp in capacitance between 
any two settings /| and U is then the 
sum of the (lilTcrences of the individual 
components 

At a -h Af V “h AfAC,„ 

'I'he direct capacitance (\^ can be cal¬ 
culated accurately for any setting, but 
t he error terms cannot, d'he calibration 
is made by measuring the actual A^’, 
taking arbitrarily a spacing of 100 mils 
as the reference point, dlie ditterences 
between the observed Af’ and the cal¬ 
culated are plotted in the form of 
a calibration curve as shown in Figure 3. 
From this curve the difference in error 
terms l>etween any two settings <'an be 
determined. 

In the normal method of use, an ol>- 
servation of the measuring circuit i.s 
made with the sample in place, at a 
setting 'Fhe total capacitance is then 

With I he sample removed, the elt‘ctroile 
spacing is reduced until the total <‘apaci- 
tance is h‘stored to its original value, 
which then can be e.\press<^l as 

Fipiating the two e.xpressions, we have 

A('„r„r 

But the summation of the differences 
in the error terms is precisely I he 
quantity given in the calibration curve 
of Figure 3. 'riierefore the capacitance 


0MSl0t« (SEPARATION IN MILS) 



► 01 
0 r 



FREQUENCY 

Figure 4. Dielectric constant and dissipation factor 
of a sompte of polyvinyl butyral as measured 
with the Type t690-A Dielectric Sample Holder, 
the Type 716-C Capacitance Bridge, and the 
Type 821*A Twin-T lmpedance>Measuring Net¬ 
work. 


of the sample is the air capacitance at 
the setting /o after corretqion from the 
calibration data. For convenience, tallies 
of the calculated air capacitance for 2" 
electrodes are provided. 

The only assumption involved in this 
method is that the fringing capjicitance 
at the setting /| is the same regardle.ss 
of the tlielectric constant of the medium 
between the plates. While this i.s not 
rigorously true, the* error invoIve<l ap¬ 
pears to be Vf*ry small. 

If the specimen is smaller in diameter 
than the electrodes, the e.xpre.ssion lor 
its (.•apacitan(*e is 

corrections. 

where .4^ is the area of the sample, .1, 
the area of the electrodes (3.14 square 
inches for 2" electrodes). 


MEASUREMENTS 

Figure 4 show.s typical measureimuits 
made with the new holder over the 


Figure 3. Typical calibration curve for the 
Type 1690-A Dielectric Sample Holder. 
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Figure 5. An assembly of equipment for di¬ 
electric measurements at frequencies between 50 
cycles and 100 kilocycles, consisting of the Type 
1302-A Oscillator, the Type 1231-BR Amplifier 
and Null Detector with Typel231-P5R Filter, and 
the Type 716-C Capacitance Bridge, with the 
Type 1690-A Dielectric Sample Holder. 


frequency range from 100 cycles to 30 
Me with the Type 716-C Capacitance 
Bridge and the Type 821-A Twin-T. 
The excellent continuity in the curves 
obtained with the two different meas¬ 
uring circuits emphasizes the advantage 
of using the same holder for measure¬ 
ments over a wide frequency range. 

Sufficient measurements have been 
made at v-h-f and u-h-f frequencies, 
using the Type 874-1.B Slotted Line and 
I he Type I(i02-A Admittance Meter, to 
establish that accurate measurement of 
dielectric constant can be ma<le with 
this holder to at least oOO megacycles. 
Evaluation of the results for dissipation 
factor measurements has not been 
carried sufficiently far to establish per¬ 
formance specifications. An analysis of 
the high frequency performance will be 



I)resent<‘d in 
perimenter. 


later issue of the Ex- 

1 VAX (I. Easto.n 


SPECIFICATIONS 


Electrodes: Diainetta , 2.000 iaches drO.0025. Sur- 
fiMBs Hie ground optietdly flat within a few 
wavelengths. 

Electrode Spocing: Adjustable from zero to 0.3- 
inch maximum. The spacing is indicateii 
directly by the micrometer reading. 

Vernier: lm*remental <apacitance is 5 paf 
nominal. 

Calibration: For the main capacitor a chart is 
provided giving the cjdculated air <*apacitance 
a,s a function of spacing. \ correction chart is 
al.s<» provided with each holder, giving the 
meiusured deviations from calculated values 
over the range from 300 mils to 10 mils spacing. 
In accordance with recommende<l .\STM prai*- 
tice, this calibration is referred to the calcu¬ 
lated geometric value at a spacing of UK) mils. 

For the vernier capacitor a correlation chart 
is provided, from which capacitmice differences 
<*an be determineil to an accuraiy of ±0.004 
aaf- 

Zero Capacitance: .Approximately 11 aaf- 


Frequency: This t^-pe of specimen holder in¬ 
troduces no significant error at frequencio.-i 
below 100 Me. At higher frequencies the tech¬ 
nique of its u.se hiLs not been firmly e.stablishe<l, 
but satisfactory results can be oVitained for 
many type.s of mea.surement<«. 

Accessories Supplied: Type lfi9U-Pl .Adaptor 
Assembly for mounting to the Types 71fi-C 
Capacitance Bridge and the Type 821-A 
Twin-T. 

Accessories Available: Type H)90-P2 Adaptor 
A.H.sembly for connecting for Type S74-LB 
Slotted Line or Type Ifi02-.A Admittance 
Meter. 

Mounting: Supplied with a wooden cariying 
I'luse. A drawer in the case provides storjige for 
hardware, and a spring clip holds the calihru- 
tion charts, which are mounted in aluminum 
holders. 

Dimensions: Overall, mounted on adaptor, 

0*4 X 6^4 X 4 Vi 2 inches. 

Net Weight: 3^4 pounds. 


Type Cittle Word Price 

1690-A Dielectric Sample Holder*. | LOYAL I $395.00 

1690-P2 Adaptor Assembly (for Type 874-LB SloHed line) | LOYAIJ^IOUNT I 30.00 

IT. S. Patents Nos 2,125,826 and 2,548,457. 
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WHY RHEOSTAT BURNOUTS? 


Because of the nature of the circuits 
ill which rheostats are generally em- 
jiloyed, the current through the rheostat 
usually varies in a direction inverse 
to the amount of resistance inserted in 
the circuit. Oftentimes this fact is over¬ 
looked when choosing a wire-wound 
rheostat for use in a certain circuit 
position, d'he result may he that too 
small a rheostat is used and that the 
localized overload, whcm small values 
of resistance are in circuit, either burns 
out the rheostat in short order or, if it 
does not burn the rheostat out, gradual¬ 
ly embrittles the phenolic mandrel until 
i( breaks. Father condition, unfortunate¬ 
ly, takes the rheostat out of service. 

Probably there are other reasons I han 
ovei*sight for using too small a rheostat, 
'riie specifier of components may confuse 
(he l>ehavior of the usual low-operating- 
temperatuie wire-wound rheostats with 
(hat of (he ones especially designed for 
high-power use. Many of these latter 
have insulated aluminum or other metal 
as a mandrel; many, in addition, have 
an aluminum housing. The metal tends 
lo I'onduct the heat away from the 
section actually carrying the current, 
proilucing a so-called “end cITect’’ which 
is quite large. 'Fhc amount of energy 
lhal can be dis.sipal(*d in a very small 
proportion tif the rheostat is only 
slightly reduced from the t»ver-all energv 
rating of the rheostat when all the 
resistance is in. 

The generally encountered low-o|>- 
erating-temperature wire-wound rheo¬ 
stat has insulating parts made from 
phenolic materials, paper-based or 
cotton-(^loth-ba8e<i for the laminated 
materials, and wood-flour-based for the 
molded materials. The longitudinal con¬ 
ductivity of these phenolic materials 


away from a small area in which the 
energy is being dissipated is very small 
compared to the conductivity of metals. 
However, it isn’t completely negligible. 
There is a small “end effect.” 

Advantage may be taken of this “end 
eflect,” if it is done with care, to enable 
one to use a somewhat smaller rheostat 
than he might otherwise use in cases 
where the circuit current goes up as 
rheastat resistance goes down with shaft 
rotation. Measurements have been made 
on one of our Typk 214 Rheostats to 
iliscover the magnitiule of the “end 
effect.” These rheostats have rated 
currents which will produce a 
rise at the hot spot. It was found, for 
instance, that if only one per cent of 
the resistance of a linear rheostat was 
in circuit, it could carry two limes rated 
current without e.xceeding the allowable 
rise. 4'his and other figures for 
larger rotation per(*entages are given 
in the table. 


Holntion 

('urrent for Off C. Rise 


2 X rated current, 

2% 

I.tin X rated current 


l.d X rated current 

U)% 

I. I X rated current 

20^;, 

1.03 X rated current 


It will be noted that the allowalile 
inc?eiL.se In current rating at 20 per cent 
rotatio»i is essentially negligible. Fven 
that at 10 per cent iH>tation is not very 
significant. 

'Fhe information in the table has been 
plotted up in two ways and displayed 
in Figure 1. The variation of allowable 
current with percentage rotation is 
showTi on the lower curve. The upper 
curve show's the amount of energy w hich 
can actually be dissipated (I^R) as a 
function of rotation. If there w'ere no 
“end effect,” this latter curve would 
follow’ the course of the dotted 45^ 
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line. The fleparlures above the 45** line 
are the boneticial results of the “end 
effect 

Some discretion sliould be exercised 
in making use of these figures. It should 
be remembered that they represent data 
actually taken on a particular design of 
rheostat. Change (»f geometric propor¬ 
tions, materials, and so on will change 
the values of the current-multiplying 
bwlors for small rotations. Change in 
resistance value should liave negligible 
effect. The real criterion .should, of 
course, be a direct and not a derived 
one. If one wishes to get all one possibly 
can out of a rheostat, he should do 
it by actually mejisuring the tempera¬ 
ture rise under hi.s own propose<l current 
conditions to be sure that the safe 
operating temperature of the unit isn’t 
exceeded under any conditions, 'fhere 
is no 8id)stitute as good as a test under 
actual conditions of use. 

Of course there are ways to improve 
the current-carrying capacity of a rheo¬ 
stat at low rotation angles, but so far 
this article has dealt with the perform¬ 
ance capabilities of a standard linear 
rheostat. One way to increase low- 
rotation current-carrying capacity is to 
wind the low end with lower resistance 
I)er unit angle (larger wire, lower re¬ 
sistivity alloy, or both). Another way 
would be to include between the phenolic 
mandrel and the winding one or two 
ihin pieces of copper or aluminum to 
conduct the heat away from the over- 



Figure I. Plot of the allowable overload factor 
for Type 214 Rheostats, resulting from the *'end 
effect" at small angles of rotation. 


loaded section. The conducting pieces 
need not necessarily be the full length 
of the mandrel. Beyond the complica¬ 
tion of manufacture, this expedient does 
not degrade the performance of the 
rheostat on d.c. However, it would 
seriously limit the usefulness of the 
rheostat at audio frequencies through 
the capacitance which the metal con¬ 
ducting piece would introduce across all 
or part of the rheostat winding. 

It is hoped that this information may 
be found u.seful in some marginal a|)- 
plications of rheostats, to enable one to 
reduce the rheostat size without losing 
the advantages of sf>ecifying a standard 
rheostat normally carried in stock. 

— P. K. M< ’Elroy 
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View of the General Radio booth at the 1950 Pacific Electronic Exhibit. 


SEE US AT THE 

PACIFIC ELECTRONICS EXHIBIT 

Re sure to see the General Radio 
biMttli at the Pacific Electronic Exhibit, 
Au^tist 22, 2:^, and 24, at the Civic Audi¬ 
torium in San Francisco, California. In 
b(K)ths 418 and 419 the General Radio 
C Vtmpany will have on display a number 
of new instruments, some of which have 
already been described in the Experi¬ 
menter and others that \v\\\ be described 
in forthcoming issues. Among the new 
instruments exhibiteil will Ite the fol¬ 
lowing: 

Type: 1021-A U-H-F-V-H-F 
Standard-Signal Generator 
rvPK H»02-A U-H-F 
.\flmittance Meter 
Type: 133()-A Bridge Oscillator 
'rYPE: I39()-.\ Random 
Noise Generator 


Type: I8(i2-A Megohmmeter 
Type: 1()52-A D-(’ Limit Bridge 
Type 1550- A Octave-Band 
Noise Analyzer 

Type 71-A Variac'*^ Transformer 
Type 874 C'oaxial Elements 
New Unit Instruments, 
and standards of resistance, 
capacitance, and inductance. 

The Pacific Electronic Exhibit is 
sponsored by the West Coast Electronic 
Manufacturei*s’ .\ss(K;iation and is held 
jointly with the Western Convention of 
the Institute of Radio Engineers. In 
conjunction with the Exhibit, two busi¬ 
ness conferences will Ik? held, one on 
“Government Procurement Procedure,^' 
Weilnesday, August 22, and another on 
“Where the Electronic Indu8tr>^ Stands 
in the National Preparedness Program,*^ 
'Phursday, August 23. 
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NEW YORK I. NEW YORK 
SO WEST STREET 
TEL.-WOrth 2 5137 


LOS ANGELES 31. CALIFORNIA 
1000 NORTH SEWARD STREET 
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CHICAGO 5. ILLINOIS 
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TEL.-WASath 2 3020 
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